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Technologies N3383A Vector Metwork Analyzer with options
013, 014, 1ET and 1ES. Part of the description for this item
states, "A USB Controfled electronic catibration (ECAL) feature
must be provided." Is the end user asking for compatabitity with
an BECAL module or is heishe asking for an ECAL Module to be
included in the RFQ Response. If 3o, we will need to know which
RF Connector Geometry (either Type-N or 3. 5mm) and the
mumber of ports (either 2 or 4).

Answers: We require that the ECAL module be included. We
require that the unit have "N-Type' connectors. Front panel access
o the source, receivers, and couplers is requied, and this is
covered in option 014. We require that the analyzer be a 4-port
unit. We minimally require that the unit quoted specifically be
the model number specified, regardless of any other specifield
capabilities fhe listed options must all be included {010, 014,
1E1, and 1E5): "Agilent Technolegies N3383A Vector Network
Analyzer with options 010, 014, ¥E1 and IE5". If USB capability

. is not available, we will review any guotes that otherwise meet

the requirerents, with regard to calibration, the unit must provide
TRILJERM calibration, possess 16-independent measurement
channels, and have a minimun dynamic range of 125 4B.
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